Direct intracardiac placement of an automatic implantable cardioverter defibrillator coil lead in a small child.
A 3.5-year-old child with hypertrophic obstructive cardiomyopathy and recurrent syncope underwent surgical left-ventricular outflow tract myectomy and implantation of a single-chamber automatic cardioverter defibrillator. A single-coil active fixation lead was introduced via a purse-string suture in the right atrial appendage and the lead tip positioned and fixed in the right-ventricular apex under direct visualization via a small right atriotomy incision. Described configuration may be considered in small children undergoing intracardiac surgery at the time of defibrillator implantation.